0.02% EtOH
Lot # 05-05-020
Prepared 11/22/04  Expires 11/22/05

0.0196
0.0195
0.0195
0.0186
0.0195
Mean 0.01934
Std Dev 0.000416

0.05% EtOH
Lot # 05-06-050
Prepared 11/22/04 Expires 11/22/05

0.0516
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0.0513
0.0504
0.0517
Mean 0.05136
Std Dev 0.000568
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VVOL Conversion
1 1.89 Ethanol 336340 0.0926 0.0756
2 2.69 t-Butanol 1320679 1.0060 0.8211
3 3.26 n-Propanol 1503098 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 86425 0.0240 0.0196
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3 3.26 n-Propanol 1488906 1.0000 0.8162
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Date Taken = 11/22/04 3:41:07 PM
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

2.5 ‘ 3.0 ‘ 3.5 ‘ 4.0 I 4.5
Today's Time = 7:30:56 AM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 84175 0.0238 0.0195
2 2.69 t-Butanol 1288362 1.0098 0.8242
3 3.26 n-Propanol 1460874 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 81240 0.0239 0.0195
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3 3.26 n-Propanol 1409420 : 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
~Number (min) Name % WT/VOL  Conversion

1 1.90 Ethanol 79128 0.0227 0.0186

2 2.69 t-Butanol 1233016 0.9808 0.8005

3 3.26 n-Propanol 1439370 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion

1 1.90 Ethanol 87313 0.0239 0.0195

2 2.69 t-Butanol 1329692 1.0083 0.8230

3 3.26 n-Propanol 1509878 1.0000 0.8162
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1 1.89 Ethanol 341166 0.0950 0.0775
2 2.69 t-Butanol 1295571 0.9980 0.8146
3 3.26 n-Propanol 1486351 1.0000 0.8162
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Chrom Perfect Calibration File

Single peak quantification by area
Y =2.440214 X +0

Linear fit with equal weighting, forced to origin

T Expected retention time: 1.896 minutes
Search window: 0.2 minutes
Internal standard component: 7 (n-Propanol)
No retention time reference component
Group number: 0
High alarm limit: 0
Low alarm limit: 0
Component constant: 0

Coefficient of determination: 0.9997721
" Average error: 1.724%

Average CF: 1.914955

RSD: 55.943%

Error, % Amount Ratio Response Ratio  Source
0 0

3 Ethanol
4 e
1.0 -
09 -
0.8~ /

° 0.7 /

§ 0.6 /

(1]

o 05 - /

< P
0.4 /
03 - /
0.2
0.1 - /
0.0 /m, _ _

0.00 0.10 0.20 0.30 0.40
Amount Ratio
Level Amount Response Cal Factor

1 0 () - 0.000
2 0.027 93015.88 3445033 -2.644
3 0.0915 3014615 3294661 -4.070
4 0.1839 6135782 3336478 -1.410
5 0.4098 1379332 3365866 0.498

Printed on 12/1/04 1:14:24 PM

h:\Alcohol Data\alc 1130\alc 1130.0002.BND
0.027 6.414371E-02  h:\Alcohol Datalale 1130\alc 1130.0003.BND

0.0915 0214192 h:\Alcohol Data\ale 1130\alc 1130.0004.BND
0.1839 04424296 h:\Alcohol Data\ale 1130\alc 1130.0005.BND
0.4098 1.004982  h:\Alcohol Datatalc 1130\alc 1130.0006.BND

Date and time
11/30/04 9:47:37 AM
11/30/04 10:02:42 AM
11/30/04 10:17:48 AM
11/30/04 10:32:43 AM
11/30/04 10:47:44 AM
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Bound File Name = alc 1130.0001.RAW
Sample Name = Blank
Date Taken = 11/30/04 9:32:53 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
1 2.43 Isopropanol 107744 0.0144
2 2.69 t-Butanol 1309816 1.0137
3 3.27 n-Propanol 1479454 1.0000
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Date Taken = 11/30/04 9:47:31 AM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal
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Today's Time = 9:47:36 AM

VDH Headspace Alcohol

Peak RetTime Peak Area Amount
Number. (min) Name % WT/VOL
1 1.32 Acetaldehyde 862834 0.1013

2 1.41 Methanol 274541 0.1881

3 1.96 Ethanol 05234 <0.005

4 2.19 Acetone 1980022 0.1199

5 2.34 Isopropanol 813532 0.1106

6 .2.69 t-Butanol 1291046 1.0143

7 3.27 n-Propanol 1457384 1.0000
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Sample Name = STD A
Date Taken = 11/30/04 10:02:38 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.32 Acetaldehyde 06211 <0.005
3 1.90 Ethanol 93016 0.0263
5 2.69 t-Butanol 1263154 0.9906
6 3.27 n-Propanol 1450117 1.0000
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Date Taken = 11/30/04 10:17:40 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount
Number (min) Name % WT/N/OL
2 1.90 Ethanol 301462 0.0878
3 2.69 t-Butanol 1238571 1.0008
4 326 n-Propanol 1407436 1.0000
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Sample Name = STD C

Date Taken = 11/30/04 10:32:41 AM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal
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Today's Time = 1:11:43 PM

VDH Headspace Alcohol

Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
1 1.90 Ethanol 613578 0.1813
2 2.69 t-Butanol 1220534 1.0008
3 3.26 n-Propanol 1386838 1.0000
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Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
1 1.90 Ethanol 1379332 0.4118

2 2.69 t-Butanol 1207374 - 1.0004

3 3.26 n-Propanol 1372494 1.0000
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Peak RetTime Peak Area Amount
Number (min) Name . % WT/VOL
2 1.90 Ethanol 369727 0.1033
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 230162 0.0632 0.0516
2 2.66 t-Butanol 1317103 1.0034 0.8190
3 3.24 n-Propanol 1492757 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name }} % WT/NVOL Conversion

1 1.88 Ethanol 224243 0.0635 0.0518

2 2.66 t-Butanol 1277514 1.0033 0.8189

3 3.24 n-Propanol 1447992 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name ) % WT/NOL Conversion

1 1.88 Ethanol 218082 0.0628 0.0513

2 2.66 t-Butanol 1256749 1.0046 0.8200

3 3.24 n-Propanol 1422647 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number ~ (min) Name % WT/VOL Conversion

1 1.87 Ethanol 242120 0.0617 0.0504

2 2.66 t-Butanol 1392500 0.9853 0.8042

3 3.24 n-Propanol 1607192 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion

1 1.87 Ethanol 233243 0.0633 0.0517

2 2.66 t-Butanol 1354682 1.0207 0.8331

3 3.24 n-Propanol 1509284 1.0000 0.8162
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